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Frequency Division Transmission Imaging and
Synthetic Aperture Reconstruction
Fredrik Gran and Jørgen Arendt Jensen, Senior Member, IEEE
Abstract In synthetic transmit aperture imaging only
a few transducer elements are used in every transmission,
which limits the signal-to-noise ratio (SNR). The penetra-
tion depth can be increased by using all transmitters in
every transmission. In this paper, a method for exciting all
transmitters in every transmission and separating them at
the receiver is proposed. The coding is done by designing
narrow-band linearly frequency modulated signals, which
are approximately disjointed in the frequency domain and
assigning one waveform to each transmitter. By designing
a lterbank consisting of the matched lters corresponding
to the excitation waveforms, the dierent transmitters can
be decoded at the receiver. The matched lter of a spe-
cic waveform will allow information only from this wave-
form to pass through, thereby separating it from the other
waveforms. This means that all transmitters can be used in
every transmission, and the information from the dierent
transmitters can be separated instantaneously. Compared
to traditional synthetic transmit aperture (STA) imaging,
in which the dierent transmitters are excited sequentially,
more energy is transmitted in every transmission, and a
better signal-to-noise-ratio is attained. The method has
been tested in simulation, in which the resolution and con-
trast was compared to a standard synthetic transmit aper-
ture system with a single sinusoid excitation. The resolu-
tion and contrast was comparable for the two systems. The
method also has been tested using the experimental ul-
trasound scanner RASMUS. The resolution was evaluated
using a string phantom. The method was compared to a
conventional STA using both sinusoidal excitation and lin-
ear frequency modulated (FM) signals as excitation. The
system using the FM signals and the frequency division ap-
proach yielded the same performance concerning both axial
(of   3  ) and lateral resolution (of   4.5  ). A SNR mea-
surement showed an increase in SNR of 6.5 dB compared
to the system using the conventional STA method and FM
signal excitation.
I. Introduction
Normal linear array images are made from a set ofbeamformed lines. Each line is created by transmit-
ting a focused beam along a speciﬁc direction, and beam-
forming the received echoes from the receiving transducer
elements using either ﬁxed or dynamic focus. By applying
this method, one image line will be created per transmis-
sion, making the method sensitive to motion.
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In synthetic transmit aperture imaging [1], [2], only one
element is used in every transmission. By this approach, a
spherical wave is created that excites the tissue spreading
the acoustic energy in all directions in contrast to focusing
the energy in a single point. Instead of beamforming only
one line, an entire image can be formed because informa-
tion from all directions is available. Perfect focus, thus, can
be attained for every point in the image because the ori-
gin for the emanating wave is known, as well as where the
propagating wave was received. Because only a single ele-
ment is used as the transmitting aperture, the resolution in
the resulting image will be poor [3]. However, by transmit-
ting from several diﬀerent locations on the aperture and
summing the individual images, the full aperture can be
synthesized. The major advantage for the STA approach is
clearly the ability to produce perfect focusing for all points
in the image. A major disadvantage, however, is the poorer
signal-to-noise ratio (SNR), which results from that only
a single element is used at a time and the acoustic energy
is distributed all over the tissue. Furthermore, the process
of synthesizing the aperture rests on the assumption that
the propagating medium is stationary, which can impose
a problem in certain applications in medical ultrasound,
e.g., ﬂow imaging and imaging rapidly moving tissue.
The problem concerning SNR was addressed previously
in [4]–[8] in which longer linear frequency modulated (FM)
signals were transmitted, increasing the transmitted en-
ergy without increasing the instantaneous amplitude of the
signals. Another way of increasing the SNR is by grouping
a number of transducer elements and focusing close to the
transducer surface. This can be achieved either by focus-
ing in front or behind the transducer, creating a defocused
high energetic virtual source. This was proposed in [9]–[12]
and studied further in [13], [14]. Recently a clinical study
was made combining the use of virtual sources and lin-
ear FM signals and comparing the results to conventional
convex array imaging [15]. By applying virtual sources, a
larger portion of the aperture is used, but the full aper-
ture is still not used in every transmission. In [16], [17], a
Hadamard encoding scheme was proposed, so that the full
aperture can be excited at the same time. This approach,
however, requires N transmissions in order to decode the
information provided that N transmitters1 are used. An-
other approach to spatio-temporal coding was proposed in
[18] using orthogonal Golay coded excitation. This method
also requires more than one transmission before the infor-
1The term transmitter will be used to denote a transducer element
or a virtual source.
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(a) (b)
Fig. 1. The conventional STA approach (a) with sequential data acquisition in which only one transmitter is used in every transmission. The
full aperture is synthesized in the beamforming. To the right, the FD. (b) Approach in which the full aperture is used in every transmission,
and every transmitter only uses a narrow band of the available bandwidth. The signals are separated by a ﬁlterbank consisting of the
matched ﬁlters corresponding to the excitation waveforms. The full spectrum of each transmitter is synthesized by transmitting several
times and using diﬀerent center frequencies every time.
mation can be decoded, making it subceptible to motion
of the tissue.
In this paper, a novel method for exciting the entire
aperture is proposed. The diﬀerent transmitters are coded
using narrow-band signals, which are disjointed in the fre-
quency domain. Therefore, it is possible to extract the re-
ceived information from each transmitter by matched ﬁl-
tration, and each waveform thereby represents a physical
location on the aperture. The principle of the frequency di-
vision (FD) approach compared to conventional STA can
be seen in Fig. 1. Note that it is still required to trans-
mit more than once if the full bandwidth of the trans-
ducer is to be covered because the signals assigned to the
diﬀerent transmitters are narrow band. However, the full
bandwidth of the transducer can be synthesized by assign-
ing diﬀerent signals to the transmitters from transmission-
to-transmission and summing the ﬁltered responses. The
approach increases the SNR because more energy is trans-
mitted in every transmission, and makes new information
from all locations on the aperture available in every trans-
mission.
In Section II the theory of the method will be described
and analyzed. In Section III the beamforming involved in
making the images will be explained brieﬂy. Simulations
will be shown in Section IV, in which the FD imaging
technique will be compared to a conventional STA system
with a sinusoid excitation. In Section V some measure-
ments using the experimental RASMUS scanner [20] will
be presented, and in Section VI concluding remarks will
be given.
II. Theory
The principles and the underlying theory concerning
the frequency division imaging approach will be presented.
In Section II-A the system model and the assumptions on
this model will be described, in Section II-B the theoretical
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design of the excitation waveforms is discussed, continued
by a practical explanation in Section II-C. The impact on
SNR will be analyzed in Section II-D.
A. System Model and System Assumptions
Consider an ultrasound system consisting of K trans-
mitters and Q receivers. Let each transmitter be assigned
an individual waveform xp(k)(t), where p(k) represents the
index of the waveform on the k:th transmitter. If it is as-
sumed that the system dynamics is linear, the received
signal at the q:th receiver yq(t) can be written as2:
yq(t) =
K∑
k=1
hkq(t)  xp(k)(t), (1)
where hkq(t) represents the impulse response between the
k:th transmitter and the q:th receiver. This impulse re-
sponse is a function of the location of the transmitter rk,
the location of the receiver rq and the location of the scat-
ters rm. For M scatters, this impulse response would be:
hkq(t) =
M∑
m=1
h(rk, rq, rm, t), (2)
assuming that the medium is linear and consists of point
scatters. The measured signal on the q:th receiver, how-
ever, also is inﬂuenced by the system noise:
rq(t) = yq(t) + v(t), (3)
where v(t) is assumed to be a white, zero mean and Gaus-
sian distributed process. The network structure of this sys-
tem can be viewed in Fig. 2. The Fourier transform of (1)
is given by:
Yq(f) =
K∑
k=1
Hkq(f)Xp(k)(f), (4)
where Hkq(f) and Xp(k)(f) are the Fourier transforms of
hkq(t) and xp(k)(t), respectively.
B. Designing the Excitation Waveforms
The information about the system carried by each indi-
vidual waveform has to be extracted from (1). One way of
achieving this is to design the waveforms such that they are
approximately disjointed in the frequency domain. This
condition can be written as:
Xp(f)X∗s (f) =
{
|Xp(f)|2 p = s
0 p = s . (5)
By dividing the available frequency band into a set of
narrow bands and assigning one band to one speciﬁc trans-
mitter, it, thus, is possible to use several transmitters at
the same time and still be able to separate them at the
receiver. Such a set of signals for a system with four trans-
mitters can be seen in Fig. 3. Each transmitter is now
Fig. 2. The network structure of the input/output model of (1).
Fig. 3. A set of signals with the property speciﬁed in (5). The signals
are weakly correlated and will remain so, even if subjected to diﬀerent
transfer functions representing tissue.
assigned an individual waveform. The received signal will
be on the form as in (3), and the signal part of the received
signal will be given by (1). If the attention is focused on
the l:th transmitter, the only term of interest is basically
the contribution from this transmitter. The contributions
from the other transmitters are considered to be interfer-
ence. Because the signals have virtually no overlap in the
frequency domain, it is possible to ﬁlter out all the inter-
ference by simply applying a ﬁlter matched to the wave-
form representing the transmitter of interest. Because the
noise is assumed to be white, the matched ﬁlter for the
2 denotes the convolution operator.
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l:th transmitter is given by [18] xp(l)(−t), which has a fre-
quency response X∗p(l)(f)
3. The ﬁltered version of (4) is
then:
Yq(f)X∗p(l)(f) =
(
K∑
k=1
Hkq(f)Xp(k)(f)
)
X∗p(l)(f)
= Hlq(f)|Xp(l)(f)|2. (6)
This result is independent of all other transmitters and
can be treated as if transmitter l had been transmitting
alone. The result in (6), however, does not excite the full
bandwidth of the transfer function Hlq(f) and, thus, will
not provide the best achievable resolution. By acquiring
data over a number of transmissions, and changing the
transmitted waveforms for the transmitters to cover the
full frequency band of the transducer, this problem can be
solved. The total contribution from the l:th transmitter to
the q:th receiver over N transmissions is now:
Ylq(f) =
N∑
n=1
Hlq(f)
∣∣Xp(l,n)(f)∣∣2
= Hlq(f)
N∑
n=1
∣∣Xp(l,n)(f)∣∣2 .
(7)
The subindex denoted by p(l, n) is the number of the
waveform transmitted on the l:th transmitter in the n:th
transmitting event. By considering the diﬀerent spectra in
Fig. 3, it clearly can be seen that the summed frequency
response does not produce a smooth function. This is un-
acceptable if artifacts are to be avoided. If a second set
of signals is designed that is a frequency-shifted version
of the ﬁrst signal set, this problem can be circumvented.
The requirement is that the summed, matched-ﬁltered re-
sponse results in a smooth spectrum that covers the full
bandwidth of the transducer. The basic principle can be
seen in Fig. 4. If it is assumed that the transfer function
between the l:th transmitter and the q:th receiver Hlq(f)
is band-limited, and that the summed spectrum of the N
matched ﬁltered waveforms is a constant function over this
frequency band, then:
Ylq(f) = Hlq(f). (8)
To cover the entire frequency band of the transducer
for all transmitters, the number of waveforms P = 2K,
which means that 2K transmissions have to be made. It
is imperative that signals from the ﬁrst set are not trans-
mitted at the same time as signals from the second set.
This would destroy the orthogonality and it would not be
possible to cancel the interference by matched ﬁltering.
Evidently some sort of pulsing strategy has to be devised.
Let the set of P waveforms be denoted:
{xp(t)}Pp=1 , (9)
where the waveforms from p = 1 to p = K denotes the sig-
nals corresponding to the ﬁrst signal set that are mutually
3X∗ denotes complex conjugate of X.
Fig. 4. The top ﬁgure shows the amplitude spectrum of the ﬁrst
signal set. The middle ﬁgure shows the amplitude spectrum of the
second signal set. The bottom ﬁgure shows the matched ﬁltered and
summed amplitude response for these two signal sets.
orthogonal. The signals p = K + 1 to p = 2K corresponds
to the signals from the second set, which are also mutually
orthogonal, but not orthogonal to the signals in the ﬁrst
set. For a system with four transmitters and thus, eight
diﬀerent excitation waveforms a possible pulsing scheme
is given in Table I. The ﬁltered and summed time (ax-
ial) response of the signals corresponding to the spectra in
Fig. 4 can be examined in Fig. 5.
C. Design of Narrow-Band FM Signals
Because an ultrasound system has a maximum exci-
tation voltage, the limiting factor concerning the trans-
mitted energy is the amplitude of the waveforms. There-
fore, it is important to design the waveforms such that
the full excitation voltage can be applied over the full du-
ration of the signal. Thus, the transmitted signals should
Authorized licensed use limited to: Danmarks Tekniske Informationscenter. Downloaded on November 18, 2009 at 13:20 from IEEE Xplore.  Restrictions apply. 
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TABLE I
Firing Sequence for the Total Signal Set.
p(k, n) n
k 1 2 3 4 5 6 7 8
1 1 2 3 4 5 6 7 8
2 4 1 2 3 8 5 6 7
3 3 4 1 2 7 8 5 6
4 2 3 4 1 6 7 8 5
Fig. 5. The time response of the ﬁltered and summed signals corre-
sponding to Fig. 4 convolved with the impulse response of a 7 MHz
transducer. Mutually orthogonal signals were summed to simulate
simultaneous transmission.
have long duration with fairly constant amplitude to max-
imize SNR, narrow bandwidth, and low sidelobes in the
frequency domain to minimize inter-band interference. An
obvious choice would be to use amplitude weighted narrow-
band linear frequency modulated signals (chirps) with a
very slow FM slope. A chirp with bandwidth B, center
frequency fp, duration T , and temporal amplitude modu-
lation function a(t) is deﬁned as:
xp(t) = a(t) sin
{
2π
[(
fp − B2
)
t +
B
2T
t2
]}
, 0 ≤ t ≤ T.
(10)
The corresponding matched ﬁlter is simply the time re-
ciprocal of the excitation waveform. For the examples in
this paper, the duration T of the waveforms is chosen to
be 20 µs. The bandwidth of each individual waveform was
1 MHz. The signals were weighted using a Tukey window
with 75% tapering to reduce ripple in the combined spec-
trum such that temporal sidelobes were minimized [8]. Six-
teen waveforms were produced, organized in two subsets
of eight signals. The distance in the frequency domain be-
tween two adjacent signals in the same subset was chosen
to be 1 MHz. This value was chosen in order to produce a
smooth, combined spectrum and get an acceptable inter-
band interference level. The ﬁrst signal in the ﬁrst subset
had a center frequency of 3.3 MHz, and the ﬁrst signal
Fig. 6. Top, the ﬁrst (smallest center frequency, 3.3 MHz). Bottom,
last (largest center frequency, 10.3 MHz) signals from the ﬁrst signal
subset.
in the second subset had a center frequency of 3.8 MHz.
Two signals from the ﬁrst subset can be seen in Fig. 6,
in which the top most ﬁgure is the signal corresponding
to the smallest center frequency, and the bottom ﬁgure is
the signal with the largest center frequency. The cross talk
between two signals (the p:th and the s:th signal) will be
deﬁned as:
γp,s =
∫ |xp(t)  xs(t)|2dt∫ |xp(t)  xp(t)|2dt . (11)
The cross talk between two neighboring bands in the same
signal subset, γp,p+1 was −46 dB. The inter-band interfer-
ence produced a ripple in the combined spectrum with an
amplitude of 0.1 dB. The resulting signal amplitude spec-
tra can be seen in Fig. 7. The time response for the com-
bined spectrum was computed and can be seen in Fig. 8.
The temporal sidelobes at ±12 mm is a result of the ripple
in the combined spectrum. The inﬂuence of these sidelobes
will be analyzed using simulations in Section IV.
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Fig. 7. The resulting amplitude spectra for the 16 narrow-band FM
signals. The (top) waveform has a center frequency of 3.3 MHz. The
(center) bandwidth of the individual waveforms is 1 MHz. The (bot-
tom) is a combined spectrum.
D. Signal-to-Noise Ratio
In this section, the inﬂuence on the peak SNR will
be discussed. Consider a setup in which the investi-
gated object is a single point scatterer in an nonat-
tenuating medium. The received signal will then simply
be a timeshifted and scaled version of the transmitted
waveform plus the system noise, which is assumed to be
white, zero mean, and Gaussian distributed. The noise
also is assumed to be uncorrelated from transmission-to-
transmission and from transducer element-to-transducer
element. Consider ﬁrst the conventional synthetic trans-
Fig. 8. The time response of the combined spectrum for the 16 sig-
nals. Signals from the two subsets were added to simulate simulta-
neous transmission.
mission aperture method with sequential data acquisition.
The transmitted waveform is denoted x(t) and its Fourier
transform is X(f) with energy EREF. The received signal
from one transmission then will be (omitting time shift
and scaling for simplicity):
r(t) = x(t) + v(t), (12)
where v(t) is the system noise with power Pv . The matched
ﬁltered output of (12) will be:
r(t)  x(−t) = x(t)  x(−t) + v(t)  x(−t).
(13)
The peak SNR is given by:
SNR =



x(t)  x(−t) t=tmax



2
E [|v(t)  x(−t)|2] , (14)
where E[(·)] is the expectancy operator applied to (·). The
expression inside the absolute value of the numerator in
(14) is given by [19]:
x(t)  x(−t) t=tmax =
 ∞
−∞
|X(f)|2df = EREF,
(15)
whereas the denominator will be:
E
 |v(t)  x(−t)|2  =
 ∞
−∞
Pv |X(f)|2df = PvEREF.
(16)
Assuming K transmitters, 2K transmissions are made
for the sake of fareness compared to the FD approach. It it
is assumed that the summing of the data originating from
the diﬀerent transmissions is coherent. The ﬁnal SNR is
then:
SNRREF =
(2K)2E2REF
2KPvEREF
=
2KEREF
Pv
. (17)
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The attention is now turned to the FD imaging method.
The narrow band waveforms {xp(t)}Pp=1 all have the en-
ergy EFD. The response for one transmitter is constructed
using P = 2K transmissions. The received signal for one
transmitter and one transmission is:
rp(t) = xp(t) + vp(t). (18)
The matched ﬁltered response is:
rp(t)  xp(−t) = xp(t)  xp(−t) + vp(t)  xp(−t),
(19)
giving the total response of:
rmf (t) =
2K∑
p=1
xp(t)  xp(−t) + vp(t)  xp(−t),
(20)
which in turn yields the ﬁltered signal peak:
2K∑
p=1
xp(t)  xp(−t)
∣∣∣
t=tmax
=
2K∑
p=1
∫ ∞
−∞
|Xp(f)|2 df = 2KEFD, (21)
and the ﬁltered noise power:
E
⎡
⎣
∣∣∣∣∣
2K∑
p=1
vp(t)  xp(−t)
∣∣∣∣∣
2⎤⎦ =
2K∑
p=1
∫ ∞
−∞
Pv |Xp(f)|2 df = 2KPvEFD. (22)
Once again, coherent summing of the data from
the diﬀerent transmitters is assumed. The noise from
transmission-to-transmission also is assumed to be uncor-
related, which gives the total SNR:
SNRFD =
(2KK)2E2FD
2KKPvEFD
=
2K2EFD
Pv
. (23)
The ratio of SNR’s, thus, will be:
SNRFD
SNRREF
= K
EFD
EREF
. (24)
III. Beamforming
This section describes the beamforming, which has been
applied to properly focus the data. When the data from
one speciﬁc transmitter is available, either by applying the
FD method and ﬁltering out the data from a speciﬁc trans-
mitter or using only one transmitter at a time, it is possible
to exactly determine where on the aperture the acoustic
wave was transmitted, and where it was received. This al-
lows the synthetic aperture focusing technique described
in [2] to be applied.
Fig. 9. Principles of synthetic aperture focusing for a point p for the
k:th transmitter and the q:th receiver.
Because the system has access to defocused transmis-
sions from all transmitters on the aperture, it is possible
to focus in any arbitrarily chosen point of interest. The
amplitude in a point p in the image is given by:
H(rp) =
K∑
k=1
Q∑
q=1
gqhkq(tpkq), (25)
where gq is a weighting function (apodization) over the
receiving aperture, and hkq(t) is the received (and possibly
ﬁltered) echo on the q:th receiver originating from the k:th
transmitter. Here tpkq is the time corresponding to the
geometrical travel distance from the k:th transmitter to
the point p and back to the q:th receiver:
tpkq =
‖rp − rk‖ + ‖rq − rp‖
c
, (26)
where c is the speed of sound, and rp − rk is the vector
from the transmitter to the point p, and rq − rp is the
vector from the point p to the receiver as indicated in
Fig. 9. Summing contributions from all transmissions for
all receiving elements then gives both dynamic transmit
and receive focusing.
IV. Simulations
The method was tested using the virtual ultrasound
scanner software Field II [20], [21]. A 7 MHz, 128 element
transducer was simulated. The kerf was 0.035 mm, pitch
0.208 mm, and height 4.5 mm. The transmitting aper-
ture was created by grouping and focusing 64 of the cen-
tral transducer elements so that eight virtual sources were
formed. The bandwidth of the transducer limited the max-
imum number of active transmitters to eight, which in turn
resulted in that only the 64 central elements were used, so
the spacing between the virtual sources was kept on a rea-
sonable level. Each virtual source consisted of eight trans-
ducer elements that were focused 2.5 mm in front of the
transducer surface. The receiving aperture used all 128 ele-
ments with a Hanning weighting. The sampling frequency
was 120 MHz. The transducer impulse response was set
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TABLE II
Resolution as a Function of Depth, FD Imaging.
Axial res. mm Lateral res. mm
Depth (mm) −3 dB −6 dB −3 dB −6 dB
30 0.192 0.278 0.245 0.403
35 0.189 0.272 0.270 0.429
40 0.185 0.268 0.291 0.464
45 0.184 0.265 0.334 0.522
50 0.184 0.265 0.400 0.601
55 0.184 0.264 0.449 0.653
60 0.183 0.265 0.484 0.728
TABLE III
Resolution as a Function of Depth, Conventional STA
Imaging.
Axial res. mm Lateral res. mm
Depth (mm) −3 dB −6 dB −3 dB −6 dB
30 0.201 0.292 0.268 0.433
35 0.196 0.286 0.274 0.446
40 0.195 0.283 0.324 0.508
45 0.194 0.282 0.377 0.575
50 0.194 0.281 0.435 0.637
55 0.194 0.281 0.473 0.712
60 0.195 0.283 0.530 0.788
to be a single cycle sinusoid at 7 MHz with a temporal
Hanning weighting.
A. Frequency Division Excitation
All transmitters were used in every transmission. Two
sets of signals were created. Each set consisted of eight
narrow band FM signals. The ﬁrst band had a center fre-
quency of 3.3 MHz, and the spacing in the frequency do-
main was 1 MHz. The signals were 20 µs long. The tar-
get was seven point scatterers starting at 30 mm from the
transducer surface with a 5 mm spacing. The result can be
seen in Fig. 10. The resolution as a function of depth can
be seen in Table II. Note that the axial sidelobes, which oc-
curred in the time response in Section II-C, are not present
in the image in Fig. 10.
B. Sinusoidal Excitation
As a reference, a conventional synthetic aperture trans-
mission scheme was used. One virtual source was used in
every transmission. The excitation was a single-cycle si-
nusoid with a center frequency of 7 MHz with a temporal
Hanning weighting. The target was once again seven point
scatterers starting at 30 mm from the transducer surface
with a 5 mm spacing. The result can be seen in Fig. 10. The
resolution as a function of depth can be seen in Table III.
From Tables II and III it can be concluded that the FD
approach yields the same resolution as a normal STA sys-
tem with a sinusoid excitation. The lateral sidelobe level
was also the same, below −45 dB.
V. Experiments
The FD imaging method has been tested in an exper-
imental setup, and the results were compared to other
methods. The ultrasound research scanner RASMUS [22]
was used for the measurements, with a BK8804 7 MHz
linear array transducer (B-K Medical A/S, Herlev, Den-
mark). The FD method was compared to a system that
used a single-cycle sinusoid excitation and to a system with
a linear frequency-modulated signal as excitation.
The transmitting and receiving aperture was the same
for all three methods; 64 active elements were used as the
transmitting aperture. The reason for using only the cen-
tral 64 tranducer elements was the same as in Section IV.
The transmitting elements were grouped and focused such
that eight virtual sources were formed. The focusing point
was 2.5 mm in front of the transducer surface. Each vir-
tual source was created by eight transducer elements. The
RASMUS system only has access to 64 elements as receiv-
ing aperture, but 128 receiving elements were emulated
by multiplexing. The receiving aperture was weighted by
a Hanning window. All three methods used the synthetic
aperture focusing technique described in [2]. The main dif-
ference is that the FD method used all active elements in
transmit, and the two other methods used only one virtual
source at a time.
A. Sinusoid Excitation
The excitation in this case was a single-cycle sinusoid
with a center frequency of 7 MHz corresponding to the cen-
ter frequency of the transducer, with a temporal Hanning
weighting.
B. Linear Frequency Modulated Signal (Chirp)
The linear frequency modulated excitation waveform
had a center frequency of 7 MHz, duration 20 µs, and a
bandwidth of 75% of the center frequency. The waveform
was tapered using a Tukey window with 20% tapering.
The compression ﬁlter was the corresponding matched ﬁl-
ter version of the excitation waveform mismatched using
a Chebyshev window with relative sidelobe attenuation of
70 dB. The temporal window applied to derive the mis-
matched ﬁlter is used in order to suppress axial sidelobes
[8]. The excitation waveform and the corresponding mis-
matched ﬁlter can be seen in Fig. 11.
C. Frequency Division Imaging Method
All virtual sources were excited in every transmission.
This was done by assigning the waveforms derived in Sec-
tion II-C to the diﬀerent transmitters.
D. Phantom Measurements
Three measurements were done using a string phantom
from Dansk Fantomservice (Jylling, Denmark) to evaluate
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Fig. 10. The simulation of the response for the seven point scatterers. The ﬁgures to the left show the response for the frequency division
method with eight virtual sources and 16 bands. The ﬁgures to the right show the response for a conventional synthetic aperture transmission
approach using a single-cycle sinusoid at 7 MHz as excitation.
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Fig. 11. The top ﬁgure is the excitation waveform. The center ﬁgure
is the corresponding mismatched ﬁlter. The bottom ﬁgure is enve-
lope of the ﬁltered output. Note that the rangelobes will be further
suppressed by the transducer impulse response.
resolution. The result from the three measurements can be
seen in Fig. 12. The FD approach improves the penetra-
tion depth by 3.5–4 cm compared to the system using the
single-cycle sinusoid excitation, and the penetration depth
is improved by 1–2 cm compared to the system using the
chirp excitation. The axial and lateral resolution as a func-
tion of depth can be seen in Tables IV and V for the FD
approach and chirp excitation, respectively. The axial res-
olution is somewhat better for the setup using the chirp
for depth 22–42 mm, and the FD approach has better ax-
ial resolution for depths 52–62 mm. The lateral resolution
in all cases is in favor of the setup using the chirp exci-
tation, but the diﬀerence is so small it is concluded that
the lateral resolution is comparable for the two diﬀerent
excitation schemes.
TABLE IV
Resolution as a Function of Depth, FD Imaging.
Axial res. mm Lateral res. mm
Depth (mm) −6 dB −6 dB
22 0.568 0.568
32 0.590 0.567
42 0.557 0.684
52 0.520 0.851
62 0.534 0.989
TABLE V
Resolution as a Function of Depth, Chirp STA Imaging.
Axial res. mm Lateral res. mm
Depth (mm) −6 dB −6 dB
22 0.437 0.519
32 0.450 0.561
42 0.460 0.679
52 0.633 0.830
62 0.666 0.923
E. Signal-to-Noise Ratio Measurement
The SNR also was measured and compared to the re-
sults derived in Section II-D. The same setup was used
as in the phantom measurements. However, the setup us-
ing a single-sinusoid excitation was ignored. Instead the
chirp excitation was used as a reference. A speckle phan-
tom from Dansk Fantom service M571 was used (90.6%
water, 9.4% glycerol (85%), 0.2% Na-benzonat, 0.1% K2-
EDTA). Only speckle was measured. One hundred images
were acquired using the setup with a chirp as excitation
waveform. These images were added pair-wise to emulate
the same number of transmissions as in the FD approach.
Next, 50 images were acquired using the FD approach. The
two equally large sets of images were averaged in order to
get an estimate of the signal component in the images:
S(i, j) =
1
N
N∑
n=1
Hn(i, j), (27)
where Hn(i, j) is a sample in a speciﬁc high-resolution im-
age originating from one data acquisition (full image con-
structed from several ﬁrings). The resulting signal compo-
nent was subtracted from the images to get an estimate of
the noise component in the images:
N(i, j) = Hn(i, j) − S(i, j). (28)
The SNR for a speciﬁc depth then was computed for
the center line in an image as:
SNR(d) =
id∑
i=id−L+1
S(i, jc)2
id∑
i=id−L+1
N(i, jc)2
, (29)
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Fig. 12. The left image is the image produced by the FD approach using 16 frequency bands. The middle image is the image produced by
the chirp speciﬁed in Section V-B. The right image is the image resulting from a single-sinusoid excitation with a center frequency of 7 MHz.
Fig. 13. The SNR as a function of depth. The solid line is the mea-
sured SNR for the reference experiment using a chirp excitation. The
dashed line is the same data but after linear regression has been ap-
plied. The dashed-dotted line is the SNR measurement using the FD
approach. The dotted line is the theoretical SNR for the FD approach
using the chirp excitation as a reference.
where id corresponds to the row in the image that repre-
sents the depth d, ic is the center line and L is the seg-
ment length over which the SNR estimate is computed.
The segment length was chosen to be 200 samples, which
corresponds to 3.85 mm in the phantom, assuming that
the speed of sound is 1540 m/s.
The result can be seen in Fig. 13. The data originat-
ing from the measurement using the chirp was ﬁtted to a
straight line using linear regression. Because the number
of transmitters is K = 8 and the ratio of signal energies
(EFD/Echirp) = 0.61, according to (24), the gain in SNR
should be 6.86 dB. The theoretical gain in SNR can be seen
as the dotted line in Fig. 13. The theoretically computed
gain in SNR agrees with the measured gain in SNR.
VI. Conclusions
A method for exciting several transmitters simultane-
ously and separating them in receive has been proposed.
Compared to the traditional way of acquiring data in syn-
thetic transmit aperture imaging, this method has the ad-
vantage that it can use all transmitters in every trans-
mission. This means that the transmitted energy will be
increased, and that the SNR will be increased. The major
advantage of the approach is that the acquired information
from the multiple transmitters can be separated from each
other instantaneously, once the data has been received. It
is not necessary as in Hadamard or Golay coding to use
multiple transmissions before it is possible to decode the
data. The proposed approach, thus, is not inﬂuenced by
motion eﬀects in the decoding step. However, the broad-
band synthesis will be inﬂuenced by motion. It is unclear
how this will aﬀect the method. Subsequently, a thorough
analysis of motion artifacts is needed to fully understand
the implications of motion. Furthermore, a temporal cod-
ing concept also has been deployed in which the diﬀer-
ent narrow-band signals are linearly frequency modulated,
such that the instantaneous frequency of the signals in-
creases linearly with time. This enables the system to use
the full excitation voltage for a longer time. These two fac-
tors combined means that the number of transmissions can
be decreased and the same SNR can be achieved, which is
an advantage in cases of rapid tissue movement or in ﬂow
imaging. The method has been evaluated using the simula-
tion tool Field II, in which it was compared to traditional
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synthetic aperture acquisition using a single-cycle sinusoid
excitation. The resolution and contrast were found to be
comparable in the two diﬀerent situations.
A measurement in an attenuating string phantom also
has been performed. The frequency division approach was
compared to a conventional STA acquisition approach us-
ing both a chirp and a sinusoidal excitation. The penetra-
tion depth was found to be increased by 1–2 cm compared
to the chirp excitation and 3.5–4 cm compared to sinu-
soidal excitation. The setup using the sinusoidal excitation
was excluded in the resolution comparison because of the
poor penetration depth. Concerning axial and lateral res-
olution, the FD approach and the conventional STA using
a chirp was found to yield approximately the same perfor-
mance. A SNR measurement was also performed. The FD
approach was compared to the STA setup using a chirp
excitation. The improvement in SNR was found to be ap-
proximately 6.5 dB, which agrees with the theoretically
derived results.
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